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Abstract
The increase of the sensitivity of surface plasmon resonance (SPR) refractometers was studied experimentally by
forming a periodic relief in the form of a grating with submicron period on the surface of the Au-coated chip.
Periodic reliefs of different depths and spatial frequency were formed on the Au film surface using interference
lithography and vacuum chalcogenide photoresists. Spatial frequencies of the grating were selected close to the
conditions of Bragg reflection of plasmons for the working wavelength of the SPR refractometer and the used
environment (solution of glycerol in water). It was found that the degree of refractometer sensitivity enhancement
and the value of the interval of environment refractive index variation, Δn, in which this enhancement is observed,
depend on the depth of the grating relief. By increasing the depth of relief from 13.5 ± 2 nm to 21.0 ± 2 nm, Δn
decreased from 0.009 to 0.0031, whereas sensitivity increased from 110 deg./RIU (refractive index unit) for a standard
chip up to 264 and 484 deg./RIU for the nanostructured chips, respectively. Finally, it was shown that the working
range of the sensor can be adjusted to the refractive index of the studied environment by changing the spatial
frequency of the grating, by modification of the chip surface or by rotation of the chip.
Keywords: Surface plasmon resonance, Biosensor, Interference lithography, Vacuum chalcogenide photoresists
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Background
Surface plasmon resonance (SPR) systems have found
wide use in recent years in sensing applications due to
their advantage of high sensitivity, label-free, real-time,
and rapid detection. During the last two decades, the in-
strument development and practical applications have
made great progress, which cover a large variety of fields:
biotechnology, medical diagnostics, drug screening, en-
vironmental protection, and food safety [1–5]. Most of
the SPR sensors make use of the attenuated total reflec-
tion method (Kretschmann configuration) [6] to excite
the surface plasmon wave. Such devices typically show
refractive index sensitivities for typical angular interroga-
tion architecture ranging between 50 and 150 deg./RIU
(refractive index unit) [7, 8] and refractive index resolu-
tions in the orders of 10−6–10−7 RIU [9]. An alternative
grating-coupled SPR sensor with either wavelength or
angular interrogation has been demonstrated to have a
sensitivity two to three times lower than devices in the
Kretschmann configuration [10].
Conventional reflection-type SPR biosensors, employing
a prism, however, also present several drawbacks and usu-
ally lack the sensitivity to detect the interaction of proteins
with small ligands [11]. To improve the performance of
SPR sensors, sensitivity enhancement has been of tremen-
dous interest for the sensor development. In recent years,
modified SPR sensing systems, such as gold nanopar-
ticles immobilized on a gold film [12], gold nanoparticle-
embedded dielectric layer on a gold film [13], and metallic
nanowires regularly patterned on a metal film [14], have
been proposed theoretically and experimentally. A recent
theoretical study [15, 16] has shown that by formation of a
sinusoidal profile grating at the surface of the metal layer
of the SPR sensor used in the Kretschmann configuration,
the biosensor sensitivity may be enhanced when com-
pared with an uncorrugated metal surface. Surface plas-
mons propagating in a direction perpendicular to a
one-dimensional grating (i.e., along the grating vector)
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will experience back reflections. If the period of the
grating corresponds to the Bragg condition, a bandgap
will then form where no surface plasmons are permit-
ted to propagate. The control over the position of the
bandgap with respect to wavelength and angle can be
accomplished through the manipulation of the period
of the grating. By designing the operating point of the
sensor to be near the bandgap, the sensitivity can be
improved compared to the sensitivity with a flat metallic
layer. However, theoretical modeling has been performed
for ideal structures without surface roughness and neglect-
ing other possible defects. Such inhomogeneities can cause
scattering of plasmons and broadening of the resonance
curve and thus decrease the sensor sensitivity. Therefore,
the made calculations should be verified experimentally.
In a previous work, we have demonstrated experimen-
tally the possibility to increase the sensitivity of a SPR
sensor that operates in the Kretschmann configuration
through the formation of a periodic surface relief on the
Au chip [17]. In this paper, we present more detail of
the experimental study of plasmon excitation conditions
in Au films with a nano-grating surface and report
changes in their optical response depending on the
depth of the grating relief and direction of excitation.
Methods
Interference (interferometric) lithography (IL) has been
widely used for fabrication of defect-free periodic micro-
and nanostructures over the last decade. IL is a large
area fabrication technique that uses laser interference
patterns for rapid formation of periodic structures such
as gratings and bigratings (arrays). The total processed
area depends on the beam intensity and coherence
length of the laser and can be up to dozens, or even
hundreds of square centimeters. The technology is much
cheaper and simpler than electron beam lithography and
can be used for manufacturing SPR sensor structures
[18, 19]. In previous studies, we have shown that IL with
the use of chalcogenide photoresist is a promising tech-
nology for the formation of one- and two-dimensional
submicron periodic structures on the surface of semicon-
ductors and dielectrics [20]. Therefore, this technology
was also used here for the nanostructuring of the gold
films.
The samples were prepared by successive thermal
vacuum deposition of (i) a 1–3-nm thick (effective
thickness) Cr adhesive layer, (ii) a layer of metal (Au)
with a thickness of 40–50 nm, and (iii) a photoresist
layer (As40S40Se20) with a thickness of around 100 nm
onto polished glass substrates (F-1 glass, refractive
index: n = 1.615, dimensions: 20 × 20 × 1 mm) at a re-
sidual pressure of 2 × 10−3 Pa. The deposition rate and
film thickness were monitored in situ with a KIT-1
quartz thickness meter. After deposition, the film thick-
nesses were measured using a MII-4 microinterferometer.
The recording of periodic structures on photoresist
films was carried out using the interference pattern
formed with a helium-cadmium laser (wavelength λ =
441.6 nm). The exposition value for the gratings re-
cording was 0.2–0.5 J/cm2. After exposure, the samples
were chemically treated in non-water alkaline organic
solutions to form a resistive mask in the photoresist
layer, through which the metal film was etched. IL tech-
nology was applied in a mode of slight overexposure of
the photoresist to provide a cycloid form of the groove
profile of the periodic chalcogenide mask. By changing
the time for selective etching of the photoresist, it is
possible to change the width of the elements of the
lithographic masks. Accordingly, the width of the
opened intervals between the elements of the mask can
be adjusted, through which there is further etching of
the metal layer. After removing the photoresist residues
in alkaline solution, washing and drying, the metal peri-
odic structure was obtained. Periodic structure was
formed only on one half of the chip; the other half
remained unetched, i.e., covered with the flat, unstruc-
tured gold film. Such samples were prepared for carrying
out comparative research using two-channel surface plas-
mon resonance (SPR) refractometer Plasmon-71 (V. E.
Lashkaryov Institute of Semiconductor Physics NAS of
Ukraine) with working wavelength of 850 nm, p-polarized
radiation (electric vector in the plane of incidence).
This device allows measuring the absolute value of re-
flectivity as well as the absolute value of the angle in
the Kretschmann configuration. The wide range of an-
gles for scanning (up to 17° in air) enables quantitative
measurements of a reflection curve for liquids with
various refraction indexes—from 1.33 (water) up to
1.47 (motor oil) [21].
The surface patterns of the etched structures were ex-
amined with a Dimension 3000 Scanning Probe atomic
force microscope (Digital Instruments Inc., Tonawanda,
NY, USA) in the atomic force microscope (AFM) tap-
ping mode.
Results and Discussion
The used SPR refractometer Plasmon-71 allows to
measure the angular dependences, R(θ), for the internal
light reflection of the gold film and to determine the
minimum position of R(θ) which corresponds to the
excitation of the surface plasmon at the interface gold/
investigated substance. The minimum position of R(θ)
is very sensitive to changes of the refractive index, n, of
the environment near the surface of the Au film, which
enables recording of processes even for small changes
of n in this region.
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In this work, solutions of glycerol (n = 1.474 at 20 °C)
in water (n = 1.333 at 20 °C) were used for determining
the sensitivity of the sensor structures, i.e., the influence
of the refractive index of the environment on the shift of
the SPR minimum. The solution was introduced into the
two-channel flow cuvette, which was located above the
sample in a way providing the contact of the investigated
liquid with the Au chip. Thus, one channel of the two-
channel SPR refractometer Plasmon-71 was responsible
for the reference Au film with flat surface, while the
second channel recorded the nanostructured film (with
the surface relief in the form of the grating).
The spatial frequency of grating was chosen from the
proximity condition to Bragg reflection. The theoretical
modeling in [15] was carried out for a grating of sinusoidal
surface relief with a small relief depth. For such gratings,
we can approximately estimate the value of the Bragg
period, ΛB, using the following equation [22]:
ΛB ¼ 0; 5λo εmr þ εDð Þ=εmrεD½ 1=2 =cosϕ ð1Þ
where, λo is the free-space wavelength, ϕ is the azi-
muthal angle—defined as the angle between the plane of
incidence and the grating wave vector (that is perpen-
dicular to the grating grooves), εD = n
2 is the dielectric
constant of the investigated dielectric liquid (n being the
refractive index of this liquid; here: solution of glycerol
in water), and εmr is the real part of the dielectric con-
stant of the metal (Au in our investigation).
For an Au/water interface at 850 nm excitation
wavelength and ϕ = 0, the condition of Bragg resonance
according to Eq. (1) corresponds to a grating period near
309 nm (spatial frequency, ν = 3240 mm−1). Here, we
have used the dielectric constant of Au from [23]. In-
creasing the refractive index of the investigated liquid,
the resonance condition is satisfied for lower values of
the grating period. Thus, the Bragg resonance for the
Au/glycerol interface corresponds to the period of
277 nm (ν = 3610 mm−1). Therefore, samples were fabri-
cated with spatial periods that fall within this range.
Figure 1 shows, as an example, the AFM images of
two gratings with the same period of 296.6 ± 0.5 nm
(ν = 3372 mm−1) but different time of Au etching
through the photoresist mask resulting in different
average depths of the gratings relief: 13.5 ± 2 nm (a)
and 21 ± 2 nm (b).
Such samples were used for the measurement of the
sensor sensitivity. Typical reflection curves (the depend-
ence of the reflectivity, R, on the angle of incidence, θ)
are presented in Fig. 2. Figure 2a shows the reflection
curves for the standard sensor with the flat surface of
the gold film, which is in contact with the investigated
solutions with various refractive indexes. Curve 1 corre-
sponds to n = 1.3988, 2: n = 1.403, and 3: n = 1.4112. As
can be seen, the increasing of n results in the shift of the
position of R minimum (position of plasmon resonance),
θmin, toward larger angles; with n growing by Δn ≈ 0.012,
the value of θmin increases by Δθmin = 1.32°. The sensitiv-
ity of the method is characterized by the ratio of Δθmin
to Δn.
The formation of the periodic grating on the surface
of the gold chip changed the shape of the reflection
curve in comparison with the same measurements for
the standard Au chip. Figure 2b shows the SPR curves
for the chip with nanostructured surface; the parameters
of the surface relief correspond to Fig. 1a (the grating
with depth of relief of 13.5 nm). The sample was fixed in
the SPR refractometer so that the plane of incidence of
the probing laser beam was parallel to the grating wave
vector (perpendicular to the grating grooves). It is seen
that the resonance curves are broadened and two mini-
mums are observed. This is consistent with the results
of theoretical modeling [15] which showed that for a
periodic relief, the SPR curve near Bragg resonance has
a two-mode structure with two minima. The shift of the
absolute minimum position, Δθmin, in the same range of
Δn is higher: Δθmin = 2.1°. Hence, an increase in sensi-
tivity for the structured sensor can be noticed as com-
pared to the standard chip.
The dependences of the position of the SPR θmin value
on the refractive index of the environment are shown in
more detail in Fig. 3. Curve 1 in all graphs shows the de-
pendence of θmin on n for the standard Au sensor with
unstructured surface. It is seen that with increasing the
refractive index n, also the angular position of θmin in-
creases monotonically and the slope of this dependence
Fig. 1 AFM images of Au gratings with a period of 296.6 ± 0.5 nm and average depths of relief of 13.5 ± 2 nm (a) and 21.0 ± 2 nm (b)
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(the ratio Δθmin to Δn) is almost constant within the en-
tire investigation interval of n—approximately equal to
110 deg./RIU (where RIU is refractive index unit).
The curve 2 in Fig. 3a corresponds to the sensor with
the structured surface with small depth of relief (13.5 nm).
For the structured sensors, the dependence of SPR posi-
tion, θmin, on n is nonlinear: by approaching the Bragg res-
onance, the slope of this dependence is significantly
reduced compared to the standard sensor. Consequently,
a region with enhanced slope can be observed (and thus
with enhanced sensitivity) in the range of the refractive
index change Δn = 0.009. In Fig. 3a, this interval is indi-
cated by two vertical dotted lines. The experimental data
points in the range of enhanced sensitivity are approxi-
mated by segments of straight lines. The ratio of slopes of
these segments, i.e., the ratio of the sensitivities of
structured and standard sensors in this range of n,
amounts to 2.4.
Figure 3b (curve 2) shows the same dependences for
the structured Au sensor with a greater depth of relief
(21 nm). The range of enhanced slope (sensitivity),
which is again separated in Fig. 3b by vertical dotted
lines, is found to be considerably narrower (Δn = 0.0031)
compared with the chip with smaller depth of relief
(Fig. 3a), but the value of the slope increased signifi-
cantly. The ratio of slopes of the segments which ap-
proximate the experimental data points for structured
and standard sensors within the range of enhanced sen-
sitivity for this sample is equal to 4.4.
It is thus demonstrated that the sensor sensitivity in-
creased from 110 deg./RIU for the standard sensor to
264 deg./RIU for the nanostructured sensor with small
depth of relief and up to 484 deg./RIU for the sensor
with greater depth of relief. It should be noted that ac-
cording to theoretical modeling [15], the maximum in-
crease in sensitivity due to formation of the grating
reaches 6–6.5. Hence, we explored the potential of real
surfaces as compared to ideal surfaces that have been
used for the modeling.
The gain in sensitivity of the SPR sensor chips due to
gratings, however, is observed in a limited range of re-
fractive index changes. This is also consistent with theo-
retical results, where enhancement of the sensitivity is
predicted in the range of Δn less than 0.01 [15]. Bio-
chemical processes which are investigated by using SPR
refractometers are often accompanied by the deposition
of monolayers of biomolecules with very small changes
in the refractive index values. The refractive index reso-
lution of Plasmon-71 refractometer is Δn = 10−6 RIU, so
working range Δn even less than 0.01 RIU is sufficient
for such measurements.
Furthermore, the working range with enhanced sensi-
tivity of the sensor can be adjusted to the refractive
Fig. 2 The dependences of the reflection, R, on the angle of incidence,
θ, for the standard Au sensor with flat surface (a) and Au gratings with
a period of 296.6 ± 0.5 nm and average depth of relief of 13.5 ± 2 nm
(b). Curve 1 corresponds to n = 1.3988, 2: n = 1.403, and 3: n = 1.4112
Fig. 3 The dependences of the SPR position, θmin, on the refractive index of the environment, n, for Au standard sensors with a flat surface
(curve 1 in a–c) and Au gratings with period of 296.6 ± 0.5 nm and depth of relief of 13.5 ± 2 nm (curve 2 in a) and 21.0 ± 2 nm (curve 2 in b).
Curve 2 in c gives the dependence of θmin on n for the Au grating with period of 302.0 ± 0.5 nm and average depth of relief of 17.5 ± 2 nm
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index of the studied environment by changing the spatial
frequency of the grating. Figure 3c (curve 2) shows the
dependence of the SPR position on the refractive index
of the environment for the Au grating with period of
302.0 ± 0.5 nm (spatial frequency, ν = 3311 mm−1) and
average depth of relief of 17.5 ± 2 nm. It is seen, that the
interval Δn, where enhancement of the sensitivity is ob-
served, is shifted by 0.026–0.030 RIU to smaller values
of n in comparison with results for gratings with the
period of 296.6 nm (Fig. 3a, b—curves 2). A small vari-
ation of the working range positions in Fig. 3a, b can be
explained by a slight influence of the depth of relief and
the form of the grating grooves. Solving Eq. (1) with re-
spect to n, we can approximately estimate the shift of
the resonance values of the refractive index due to
changes of the grating period from 296.6 to 302 nm.
The obtained value for the working range position shift
is equal to 0.024 RIU at ϕ = 0 and is in good agreement
(for this simplified formula) with the above experimental
result.
This possible method of adjusting, however, is rather
expensive, because it is necessary to produce a set of
structured chips with different spatial frequencies. Im-
portantly, we can also move the working range position
by a modification of the chip surface. Figure 4a shows
the dependences of the SPR curves’ minimum position
on the refractive index of the investigated solution for
the Au standard sensor (curve 1) and the Au gratings
with depth of relief of 13.5 ± 2 nm (curve 2) coated with
a 4-nm thick chromium layer. This island-like Cr layer
was deposited by thermal evaporation in vacuum. Such
modification of the chip surface results in the shift of
the working range position by 0.018 RIU to smaller
values of n in comparison with non-coated chips (Fig. 3a,
curve 2).
Hence, instead of producing gratings with another
frequency a thin layer of a metal or a dielectric can be
deposited on the surface of the chip. This process facili-
tates a cheaper grating fabrication. However, this modifi-
cation of the chip is irreversible and leads to a change
in the conditions of immobilization of investigated bio-
molecules on the chip surface. Therefore, it is intri-
guing to use a functional ultrathin film, e.g., a plasma
polymer film, both for adjusting the working range and
the interaction with biomolecules. Such films, however,
needs to be highly stable in the used environment in
order to maintain the working range, which is currently
under investigation [24–26].
The most convenient method for the adjustment of
the position for the enhanced sensitivity region with re-
spect to the refractive index of the investigated environ-
ment might be a change of azimuth angle. Figure 4b
shows the dependences of θmin on n for the same two-
channel chip as in Fig. 4a, but the sample was fixed in
the SPR refractometer so that the plane of incidence
was rotated by 5.7° with respect to the grating wave
vector (ϕ = 5.7°). Figure 4c gives the results for the
same sample at ϕ = 10°. It is evident that the working
range was shifted toward higher refractive indices with
increasing azimuthal angle, by 0.0056 RIU at ϕ = 5.7°
and by 0.0184 RIU at ϕ = 10°. Estimations by using for-
mula (1) give values for the shift of 0.006 RIU and
0.020 RIU, respectively, which are in good agreement
with the experiment. These results demonstrate that
with small variations of the azimuth angle, SPR mea-
surements can be performed making use of the in-
creased sensitivity over a wide range of the refractive
index change on the single nanostructured chip. This
method can also be sued for subsequently coated, struc-
tured Au chips.
Fig. 4 The dependences of SPR position, θmin, on the refractive index of the environment, n, for Au standard sensor (curve 1) and Au gratings
with period of 296.6 ± 0.5 nm and depth of relief of 13.5 ± 2 nm (curve 2) coated with a 4-nm chromium layer: a the plane of incidence of the
probing laser beam is parallel to the grating wave vector (the azimuthal angle ϕ = 0), b ϕ = 5.7°, and c ϕ = 10°
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Conclusions
The experimental results conducted in this study con-
firm the predictions of the theory about the potential in-
crease of sensitivity for SPR biosensors by forming a
grating with a suitable period and depth of relief on the
working surface of the sensors chip. The degree of sensi-
tivity enhancement and the range of the environment re-
fractive index value, in which this enhancement is
observed, strongly depend on the depth of the grating
relief. The width of the refractive index working range
decreases with increasing depth of relief, whereas sensi-
tivity is increased. The working range with enhanced
sensitivity of the sensor can be adjusted to the refractive
index of the studied environment by changing the spatial
frequency of the grating, by modification of the chip
surface and most conveniently by rotation of the chip. A
two- to fourfold gain in sensitivity can thus be realized
for SPR biosensors.
Abbreviations
AFM: Atomic force microscope; ChG: Chalcogenide glasses; IL: Interference
lithography; RIU: Refractive index unit; SPR: Surface plasmon resonance
Acknowledgements
The authors gratefully acknowledge that parts of this work have been
funded by the Swiss National Science Foundation (SNSF, Bern) under grant
no. IZ73Z0_152661 (SCOPES).
Authors’ contributions
The idea of the study was conceived by II and DH. The samples for the
experiments were prepared by VM, PS, and ML. SPR measurements were
conducted by YU and RK. AFM investigations were carried out by MV and
AK. II and DH proposed the first variant of the manuscript. All authors read
and approved the final version of the manuscript.
Competing interests
The authors declare that they have no competing interests.
Author details
1V. Lashkaryov Institute of Semiconductor Physics, Nat. Acad. of Sci. of
Ukraine, Prospect Nauky, 41, 03028 Kyiv, Ukraine. 2Empa, Swiss Federal
Laboratories for Materials Science and Technology, Lerchenfeldstrasse 5,
CH-9014 St.Gallen, Switzerland.
Received: 15 November 2016 Accepted: 22 November 2016
References
1. Maier SA (2007) Plasmonics, fundamentals and applications. Springer
Science & Business Media, New York, 224 p
2. Homola J, Yee SS, Gauglitz G (1999) Surface plasmon resonance sensors:
review. Sens Actuators B 54(1–2):3–15
3. Gobi KV, Tanaka H, Shoyama Y, Miura N (2004) Continuous flow
immunosensor for highly sensitive and real-time detection of sub-ppb
levels of 2-hydroxybiphenyl by using surface plasmon resonance imaging.
Biosensors & Bioelectronics 20:350–357
4. Habauzit D, Chopineau J, Roig B (2007) SPR-based biosensors: a tool for
biodetection of hormonal compounds. Anal Bioanal Chem 387:1215–1223
5. Shankaran DR, Gobi KVA, Miura N (2007) Recent advancements in surface
plasmonresonance immunosensors for detection of small molecules of
biomedical, food and environmental interest. Sens Actuators B 121:158–177
6. Kretschmann E (1971) Die Bestimmung optischer Konstanten von Metallen
durch Anregung von Oberflächenplasmaschwingungen. Z Phys 24:313–324
7. Karlsson R, Stahlberg R (1995) Surface plasmon resonance detection
and multispot sensing for direct monitoring of interactions involving
low-molecular-weight analytes and for determination of low affinities.
Anal Biochem 228:274–280
8. Homola J, Koudela I, Yee SS (1999) Surface plasmon resonance sensor
based on diffraction gratings and prism couplers: sensitivity comparison.
Sens Actuators B 54:16–24
9. Ruffato G, Pasqualotto E, Sonato A, Zacco G, Silvestrie D, Morpurgo M,
De Toni A, Romanato F (2013) Implementation and testing of a compact and
high-resolution sensing device based on grating-coupled surface plasmon
resonance with polarization modulation. Sens Actuators B 185:179–187
10. Yoon KH, Shuler ML, Kim SJ (2006) Design and optimization of nano-grating
surface plasmon resonance sensors. Opt Express 14:4842–4849
11. Englebienne P, Van Hoonacker A, Verhas M (2003) Surface plasmon
resonance: principles, methods and applications in biomedical sciences.
Spectroscopy 17:255–273
12. Moirangthem RS, Chang Y-C, Wei P-K (2011) Ellipsometry study on gold-
nanoparticle-coated gold thin film for biosensing application. Biomed Opt
Express 2:2569–2576
13. Hu WP, Chen S-J, Huang K-T, Hsu JH, Chen WY, Chang GL, Lai K-A (2004) A
novel ultra high resolution surface plasmon resonance biosensor with an
Au nanocluster-embedded dielectric film. Biosens Bioelectron 19:1465–1471
14. Byun KM, Yoon SJ, Kim D, Kim SJ (2007) Experimental study of sensitivity
enhancement in surface plasmon resonance biosensors by use of periodic
metallic nanowires. Optic Letters 32:1902–1904
15. Alleyne CJ, Kirk AG, McPhedran RC, Nicorovici N-AP, Maystre D (2007)
Enhanced SPR sensitivity using periodic metallic structures. Opt Express 15:
8163–8169
16. Bonod N, Popov E, McPhedran RC (2008) Increased surface plasmon
resonance sensitivity with the use of double Fourier harmonic gratings. Opt
Express 16:11691–11702
17. Dan’ko VA, Dorozinsky GV, Indutnyi IZ, Min`ko VI, Ushenin YV, Korchovyi AA,
Khrystosenko RV (2015) Nanopatterning Au chips for SPR refractometer by
using interference lithography and chalcogenide photoresist. Semiconductor
Physics, Quantum Electronics & Optoelectronics 18:438–442
18. Arriola A, Rodriguez A, Perez N, Tavera T, Withford MJ, Fuerbach A, Olaizola
SM (2012) Fabrication of high quality sub-micron Au gratings over large
areas with pulsed laser interference lithography for SPR sensors. Opt Mater
Express 2:1571–1579
19. Vala M, Homola J (2014) Flexible method based on four-beam interference
lithography for fabrication of large areas of perfectly periodic plasmonic
arrays. Opt Express 22:18778–18789
20. Dan'ko V, Indutnyi I, Min'ko M, Shepelyavyi P (2010) Interference
photolithography with the use of resists on the basis of chalcogenide
glassy semiconductors. Optoelectronics, Instrumentation and Data
Processing 46:483–490
21. Gridina N, Dorozinsky G, Khristosenko R, Maslov V, Samoylov A, Ushenin Y,
Shirshov Y (2013) Surface plasmon resonance biosensor. Sensors &
Transducers Journal 149:60–68
22. Gazzola E, Brigo L, Zacco G, Zilio P, Ruffato G, Brusatin G, Romanato F (2013)
Coupled SPP modes on 1D plasmonic gratings in conical mounting.
Plasmonics 9:867–876
23. Johnson PB, Christy RW (1972) Optical constants of the noble metals. Phys
Rev B 6:4370–4379
24. Hegemann D, Lorusso E, Butron Garcia MI, Blanchard NE, Rupper P, Favia P,
Heuberger M, Vandenbossche M (2016) Suppression of hydrophobic
recovery by plasma polymer films with vertical chemical gradients.
Langmuir 32:651–654
25. Vandenbossche M, Butron Garcia MI, Schütz U, Rupper P, Amberg M,
Hegemann D (2016) Initial growth of functional plasma polymer nanofilms.
Plasma Chem Plasma Process 36:667–677
26. Hegemann D, Michlicek M, Blanchard NE, Schütz U, Lohmann D,
Vandenbossche M, Zajickova L, Drabik M (2016) Deposition of functional
plasma polymers influenced by reactor geometry in capacitively coupled
discharges. Plasma Process Polym 13:279–286
Indutnyi et al. Nanoscale Research Letters  (2016) 11:535 Page 6 of 6
